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Warning

Dear user:
Thanks for using our device, to make sure a correct operation, following points must

be noted:
Please read this guide in detail and keep it well for reference.

◆◆Please follow the guide to assemble and operate the machine correctly.
◆◆Please do not remove and change any accessories of the machine.

◆◆Open the machine is not allowed except authorized or instructed by manufacturer

◆◆Please contact us if there is any problem during operation.

This product does not belong to medical device, please don’t use for disease treatment!



Parts Introduction
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1. Return pad
2. RET Tips
3. RET Hand Piece
4. Screen
5. CET Tips
6. CET Hand Piece
7. Power Switch
8. Power Socket
9. CET Hand Piece Connector
10. RET Hand Piece Connector
11. Return pad Connector
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Accessories
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RET Hand Piece CET Hand Piece

RET Tips
CET Tips

Return Pad Double 80



Technology Background

TECAR is an acronym for Capacitive and Resistive Energy Transfer. The use of TECAR technology is 
of major importance in rehabilitation therapies since it reduces pain, stimulates venous drainage in the 
lymphatic system, significantly reduces muscular pain

Used for the care and trattemnto of all muscle and bone and joint diseases, it has proved to be also very 
effective for the treatment of sores and wounds , dramatically reducing the healing time.
The possibility of being able to choose power，frequency and duration of treatment, allowing the 
veterinarian to be able to realize personalized treatments, depending on the pathology and the animal 
treated.Capacitive & Resistive handles for small animals, and Double 80 handle for large animals.

Effects of TECAR Therapy
-Back problems

-Degenerative joint pathologies

-Wounds

-Abscesses

-Bruises

-Fast recovery of post-surgical processes

Indications For Treatment
-Muscle overload

-Muscle contracture

-Ligaments

-Tendonitis

-Laminitis

-Synovitis

-Muscle distension

-Osteocondritis

-Pain

-Trauma

-Acute inflammation

-Chronic inflammation
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Tecar Therapy Operation

In interface as (Fig1)
Input default password:

“888888” to enter interface
as (Fig 2) shows.

(Fig1)

(Fig2)

(Fig 4) (Fig 4) (Fig 7)
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Notes: “advanced setting” is for
manufacturer only.

(Fig3)

(2).If you use RET handle please click “RET”

(3)Click to chose the body part that you
want to treat. (Fig3)

(Fig3)
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1. This System shows Capacitive And Resistive
Interface

(1) Please click “RET” and to choose Optional
handle. (Fig2)



CET RET

Applying Tecar therapy is both adviced for small animals, such as small home pets, as well as large
animals, like competition horses.

2.(1) Clean the treatment part. Remove hair from the treatment site.Apply some gel

(2) According to the treatment part to select appropriate handpiece

(3) Set suitable parameter

(4) Operating on. Veterinarian hold the work head in one hand place the handpiece on treatment
area. During operation, hold the work head in one hand. The return pad should be place near to 

be treated, can move the handle slightly in order to cover the whole area. After the time is finished, 

and restart the next round.

Capacitive

Capacitive the therapeutic target is soft tissue - usually 

tissue with the highest water content and high electricaln 

conductance such as the dermis, the lymphatic system, the 

venous system and

Muscles etc.

Capacitive can penetrate subcutaneous tissue 3-4CM. The 

max frequency : 450KHZ power 300W

Resistive

Resistance, the therapeutic target is 

tissue with the highest electrical resistance, 

such as deep muscles, joints,tendons, 

ligaments, cartilage and bones etc. 

Resistive can penetrate subcutaneous tissue 

8-10CM.

The max frequency: 300KHZ Power 300W
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TECAR therapy versus other therapy
Patients appreciate TECAR therapy for the pleasant sensation of warmth.

Flexibility and ease of use are just a few of the reasons that make the TECAR stand out.

Shock wave therapy Tecar Therapy
Acute phase +++ +++

Chronic Phase +++ +++

Smaller areas +++ ++

Larger areas + +++
Joint and bones +++ ++

Forbiddens
1.The eyes and the surrounding area, the myocardium, the spinal cord, the gonads, the kidneys and the liver.
2.Blood disorders, coagulation problems or the use of anticoagulants.
3.Polypus in the area of treatment.
4.Thrombosis.
5.Tumor diseases.
6.Therapy using corticoids.
7.Inapplicable on areas in proximity to large nerve bundles, bundles, blood vessels, the spinal cord and the
head.

Possible Side Effects
1. Erythema or swelling can temporarily occur in the treated area.
2.Loss of bodily sensation or itching can temporarily occur in the treated area.
3.Skin damage after previous corticoid therapy.

Accessories List
1.Host 1pcs
2.CET Handle 1pcs
3.RET Handle 1pcs
4.Double 80 handle 1 set
5.CET Tips 3pcs
6.RET Tips 3pcs

1pcs
1pcs

7.Return Pad
8.Hexagonal screw driven
9.Hexagonal screw 2pcs
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